MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

STATE PUBLIC HEALTH LABORATORY )

BREATH ALCOHOL PROGRAM

DATAMASTER MAINTENANCE REPORT REPORT #5

Complete this report at the time of the regular monthly preventive maintenance chack {not to excead 35 days).

Complete this repart whenever the instrument is serviced or rapairad and whanaver itis placsd inte service.
Retain the original and send a copy within 15 days io the Breath Alcchol Prograin, DHSS.
DATAMASTER SN NAME OF AGENCY - DATE OF INSPECTION
TI00 6 Mexico 'DM}S/:{. Sarety Debr Oetoler 8§ 20,3
LOGCATION OF INSTRUMENT {STREET AND CITY) 4 TIME OF INSPECTION
300 Nopw Conl , Memr_o o F5/2

CHECKLIST: Place a mark in the box by each itemn if found to be satisfactory or if operating within established limits. (Write in ohserved values
where determined.) Unmarked items must be corrected before using instrument.

1 DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) __{0/¢ ?/ +3 15043
FlcompuTer [oETECTOR
FTrROGRAM kA FITERS
FTheaTeERs sampLe craveer 4 7 i °C A QuARTZ STANDARD
[*tFLow DETECTOR ﬂ [HeaLsraTion

FIPUMP HIGH SPEED [JBRINTER

" iNDicATOR LIGHTS
EI/SIMULATOR SOLUTION §UPPLIER /?g,,:éw%rke_fmq Fne  LoT# 2002 ExP. DATE ©08/2%/201f

L
[ SIMULATOR TEMP (34°C % 0.2°C 340 °C SIMULATOR SN SD 2ot 7 EXP. DATES3/ 26 / 2ot 4.
/R0, b

E/CALIBF{AT!ON CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution. All three tests must be within +5% of the standard value and must have a spread of .005 or
fess. Mark the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)

B/OJ 00% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE:
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
I:I 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1@ . loo TEST2 & « OO TEST 3" - [0D

[T PERFORM R.F1. TEST (PRINTOUT ATTAGHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)
OVER .16 &,

REFUSALS ~ [(0-04) &S [(05-09) & (.10-.14) S {15-19) =,

LEST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO CPERATE SATISFACTORILY AN WITHIN ESTABLISHED LIMITS
(USE OTHER S!DE IF NECESSARY).

PRINT FULL E

Pf’*“’)/ K) Sy TH

TYPE it PERMIT NUMBE#{EXP!H"TION DATé TELEPHONE NUMBER
09/2% [201% 22032 $03-58/-2100- 3k
RETURN COMPLETED REPORT 7O THE: Breath Alecho! Program, MO Department of Health and Ssnior Services, Southeast Distr

2875 James Blvd.
Poplar Bluff, MO 63501

MO 580-1468 (2-08} | AN EQUAL OPPORTUNITY/AFFISMATIVE ACTION EMPLOYER
services provided on a nondiscrimatoty basis




PENNY D SMITH

is hereby authorized to instruct and supsarvise operators, frain instructors, inspect,
caiibrate, perform field repairs, and operate the following braath analyzer(s):

DATAMASTER

for the determination of the alcoholic content of biood from a sample of expired (alveolar)
ons 577,020 throuah 577.041, RSMo 1986.

air. Issued under the provisions of secti 2y
) =
oos01z L 1
T Director of Stafe Public Health Labaratory
Nusnber 22@326 7 L
) Director, Department of Hedlth
Latb, 4 {R7-68)

MD 5500771 {7-86)



REPCO MARRETING INC.

3101188 $TOMYBRUGK DRIVE
RALEIGH. NC. 27604
219-876-5480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.

LOT NUMBER: 12082
EXPIRATION DATE: Amgust 29,2014 at 11:59 p.m.

RepCo Marketing, Inc. certifies the following:

RepCo Marketing, Inc. maﬁuféstured, tested and supplied Lot Number-
12002  of Alcohol Certified Solution for simulators. Random samples of said lot
number were analyzed by an independent laboratory utilizing a gas chromatograph
and found to contain __ 1209 gms/dl +/-.003 gms/dl wifvol ethanol (95%

Confidence).

The alcohol and distilied water used in the solution were found to be free of

any interferring substance. _
This solution will produce a vapor alcohol value of 108 +/-3% gms/210L

Breath when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius m a simulator

(95% Confidence). _
‘The date of manufaéiure for this lot number is__ Amngumst 30, 2012

The expiration date for this 1ot number is ___ August 29, 2014 at

11:5% pm.

This document is a frue represeniation of the original Certificate of Analysis.
3

_ b
S

Cecil B. Garner, President
RepCo Marketing, Inc.

Form RM (2
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